
Smokerlyzer: D-Piece replacement guidance 

 

Dear Customer, 

 

This bulletin is intended for any user or person responsible for the use, cleaning and 
maintenance of any Bedfont Smokerlyzer CO breath testing device (Pico, Baby, Micro). 
Please pass this email to all relevant people and feel free to ask further questions 
should you require clarifications on the below. 

 

TECHNICAL BULLETIN issued by Intermedical (UK) Ltd. 

 

Bedfont Smokerlyzer® Infection Control and Cleaning Guidance 

 

Reference       Issue Date      Applies To 

TB-SMK-2026-01  14 July 2026    All Bedfont Smokerlyzer® Devices 

 

Purpose 

 

This bulletin has been issued to remind healthcare professionals, smoking cessation 
services, community clinics, primary care organisations and other users of Bedfont 
Smokerlyzer® devices of the manufacturer’s infection prevention and cleaning 
recommendations. Adherence to these instructions supports patient safety, device 
integrity and measurement accuracy. 

 

1. D-Piece® Replacement Requirements 

 

To maintain effective infection control standards, the D-Piece® MUST BE REPLACED at 
least once every month. 

 

•       Replace the D-Piece® every month regardless of usage levels. 



•       Inspect regularly for signs of contamination, wear or damage. 

•       Replace immediately if contamination or damage is suspected. 

•       Use only genuine Bedfont-approved replacement components. 

 

2. Approved Cleaning Products 

 

Only alcohol-free cleaning wipes should be used when cleaning Smokerlyzer® 
equipment. 

 

Recommended examples: 

Clinell Universal Alcohol-Free Wipes. 

 

Azomax Universal Wipes (by Vernacare) 

 

Clinell Universal Wipes (by Gama Healthcare) 

 

Clinell Clorox Wipes (by Gama Healthcare) 

 

AF3 Sani-cloth Germicidal Disposable Wipe (by PDI) 

 

3. Critical Warning – Alcohol-Based Products 

 

DO NOT use products containing any form of alcohol on or near the Smokerlyzer® 
device. 

 

Exposure to alcohol can adversely affect sensor performance and may result in 
inaccurate readings, premature sensor degradation or device damage. 

 

•       Disinfectants, sprays or wipes containing alcohol. 



•       Alcohol-based cleaning products used on other medical equipment. 

•       Alcohol wipes, gels or sprays used on patients. 

•       Alcohol-based hand sanitiser. 

•       General facility cleaning products containing alcohol. 

 

4. Clinical Environment Considerations 

 

•       Ensure hands are dry and free from alcohol sanitiser residue before testing. 

•       Avoid use of aerosolised alcohol products in the testing area. 

•       Ensure nearby surfaces have not recently been treated with alcohol-based 
products. 

•       Store the device away from alcohol-containing products whenever possible. 

 

Summary 

 

✓ Replace the D-Piece® monthly. 

✓ Use only alcohol-free cleaning wipes. 

✓ Follow Bedfont cleaning recommendations. 

✓ Keep alcohol-containing products away from the device. 

 

✗ Do not use alcohol wipes. 

✗ Do not use alcohol sprays. 

✗ Do not use alcohol-based disinfectants. 

✗ Do not use alcohol hand sanitisers near the device. 

 

Technical Support 

For further information, replacement consumables or technical assistance, please 
contact: 



 

Intermedical (UK) Ltd 

Email: smokingcessation@intermedical.co.uk 

Telephone: +44 (0)1732 522444 

 

Kind Regards 

 

mailto:smokingcessation@intermedical.co.uk

